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ABSTRACT
We have produced various gas electron multiplier foils (GEMs) by using laser etching technique for cosmic X-ray
polarimeters. The ﬁnest structure GEM we have fabricated has 30 µm-diameter holes on a 50 µm-pitch. The
eﬀective gain of the GEM reaches around 5000 at the voltage of 570 V between electrodes. The gain is slightly
higher than that of the CERN standard GEM with 70 µm-diameter holes on a 140 µm-pitch. We have fabricated
GEMs with thickness of 100 µm which has two times thicker than the standard GEM. The eﬀective gain of the
thick-foil GEM is 104 at the applied voltage of 350 V per 50 µm of thickness. The gain is about two orders higher
than that of the standard GEM. The remarkable characteristic of the thick-foil GEM is that the eﬀective gain at
the beginning of micro-discharge is quite improved. For fabricating the thick-foil GEMs, we have employed new
material, liquid crystal polymer (LCP) which has little moisture absorption rate, as an insulator layer instead
of polyimide. One of the thick-foil GEM we have fabricated has 8 µm copper layer in the middle of the 100
µm-thick insulator layer. The metal layer in the middle of the foil works as a ﬁeld-shaper in the multiplication
channels, though it slightly decreases the eﬀective gain.
Keywords: Cosmic X-ray Polarimeter, gas electron multiplier, GEM, proportional counter
1. INTRODUCTION
The gas electron multiplier (GEM) foil has been developed at CERN since the pioneering work by Sauli in 1996.1
The basic structure of the GEM is that small, densely packed holes are drilled through copper-plated polyimide.
When a potential diﬀerence is applied between the two copper electrodes in a suitable gas, the foil works as an
electron multiplier of a proportional counter. Recently, GEM foils have been used in many applications, such as
particle tracking,2 photon detectors,3–5 X-ray imagers.6
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Figure 1. (Left) Magniﬁed surface image of the laser etched GEM with pitch of 50 µm and hole diameter of 30 µm.
(Right) Cross section of the GEM with thickness of 50 µm.
We are interested in applying the GEMs to cosmic X-ray polarimeters in which GEMs are combined with
ﬁne pixel array detectors.7–10 Based on the photoelectric eﬀect, polarization of the incident X-ray is obtained
by determining the emission angle of the photoelectron, which is correlated with the electric ﬁeld vector of the
X-ray. The key to increasing analyzing power is to accurately trace the photoelectron path, which is only about
1 mm even in neon at atmospheric pressure for 5 keV X-ray,11 though there is no sense in making pixels smaller
than the lateral diﬀusion of drift electrons. If we carefully chose a gas and a depth of the drift region in order to
extract the highest possible modulation, the pixel size is found to be 50-100 µm.12
It is, however, diﬃcult to produce a stable, high-gain GEM with a pitch less than 100 µm for 50 µm-thick foil
using the standard chemical etching technique. Therefore, we have pursued another technique for drilling the
polyimide.13 The laser etching technique is the most promising method to produce ﬁne pitch GEMs. Recently,
we have produced the GEMs by using CO2 laser etching.14 The laser etching was originally employed by J.
Benlloch et al.15 and some other eﬀorts were reported.9, 16, 17
When we fabricate the ﬁne-pitch GEMs, thinner foil is better for drilling polyimide properly. However, thicker
foil is better for high-gain GEMs. Our goal is, therefore, to produce ﬁne-pitch GEMs with thick-foil stably. In
this paper, we present current status of our GEM productions and properties of the GEMs.
2. PRODUCTION OF FINE-PITCH AND THICK-FOIL GEMS
2.1. Fine-pitch GEMs
So far, the ﬁnest structure GEM we have fabricated has 30 µm-diameter holes on a 50 µm-pitch. The base plate
is 50 µm-thick polyimide sandwiched by two 5 µm-thick copper layers. Fig. 1 shows the surface and cross section
image of the 50 µm-pitch GEM drilled by the CO2 laser. The hole is slightly double conical shape with small
taper angle of less than 10 degrees. The taper is slightly shallower than that of CERN standard GEMs.
We used six diﬀerent types of GEMs in this work, listed in Table 1. The so-called ”standard GEM” fabricated
by the CERN-GDD group18 using chemical etching with a pitch of 140 µm and a hole diameter of 70 µm, is
called CERN-140. The same geometry as CERN-140 made with CO2 laser etching is designated as RIKEN-140.
The CO2 laser-etched GEM fabricated by us with a pitch of 50 µm and a hole diameter of 30 µm is called
RIKEN-50. All of the above GEMs have 5 µm-thick copper electrodes and a 50 µm-thick polyimide layer. Each
GEM has 30×30 mm2 active area. The other three types of GEMs are mentioned in the next subsection.
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2.2. Thick-foil GEMs
We have produced the GEMs with liquid crystal polymer (LCP) as an insulator instead of polyimide. One
of the shortcomings of the polyimide is its moisture absorption. The absorption of moisture during the GEM
production process causes transformation of polyimide layer into wavy shape. To avoid the transformation, we
have employed LCP. While typical moisture absorption is 1.5% for polyimide in the atmosphere at 25 ◦C with
50% humidity, the moisture absorption is less than 0.04% for LCP.19 In addition, contamination of water vapor
from the detector materials causes serious problem, which lowers the gas gain, for gas counters. We can reduce
the contamination if we use LCP.
In this work we used three diﬀerent types of GEMs produced with LCP. One of them has 50 µm-thick foil
with hole diameter of 70 µm and pitch of 140 µm, called RIKEN-140LCP. Second has the same hole diameter and
pitch, but the thickness is 100 µm, called RIKEN-140LCP-100T. The last one has also the same hole diameter
and pitch, but an 8 µm-thick copper layer is sandwiched by two 50 µm-thick LCP layers and two 8 µm-thick
copper layers are plated on both side of the LCP-Cu-LCP layer. The last one called RIKEN-140LCP-2L. The
cross sections of RIKEN-140LCP, RIKEN-140LCP-100T, and RIKEN-140LCP-2L are shown in Fig. 2. Each
GEM has also 30×30 mm2 active area. All of the RIKEN GEMs listed in the Table 1 were designed at RIKEN
and fabricated by Scienergy Co. Ltd. ∗
Table 1. List of GEM foils examined in this study. All dimensions are given in µm. The fourth column shows the
thickness of only the insulator layers. The copper electrodes have 5 µm in thickness for copper plated polyimide and 8
µm for the copper plated liquid crystal polymer.
name pitch hole dia. thickness insulator etching method
CERN-140 140 70 50 polyimide chemical
RIKEN-140 140 70 50 polyimide CO2 laser
RIKEN-50 50 30 50 polyimide CO2 laser
RIKEN-140LCP 140 70 50 liquid crystal polymer CO2 laser
RIKEN-140LCP-100T 140 70 100 liquid crystal polymer CO2 laser
RIKEN-140LCP-2L 140 70 50×2layer liquid crystal polymer CO2 laser
3. PROPERTY OF THE GEMS
3.1. Experimental Setup
Fig. 3 shows a schematic view of the GEM test setup. It consists of a drift plane, GEM foils, and 3×3 readout
pads with each area of 10×10 mm2. Only the central readout pad was read out in the study and the other pads
were connected to ground. The drift plane is 15 µm-thick aluminum foil with active area of 30×30 mm2. The
drift plane, GEMs, and readout pads are placed in a gas ﬁlled chamber. The spacing between the drift plane and
the upper GEM (i.e. the spacing of target region) is 5.5 mm, and that between the lower GEM and readout pad
is 1.0 mm. The electric ﬁeld in the drift region is Ed=2.5 kV/cm, and Ei=4∼5 kV/cm for the induction region.
A GEM is often used as a preampliﬁer to the other GEM to reduce discharge probability and ion feedback.20
When we studied the GEMs in the multi layer conﬁguration, the spacing among GEMs was 2.0 mm with electric
ﬁeld of Et ∼2 kV/cm. We did not take care to align GEMs in this study because transverse diﬀusion in the gap
exceeds the pitch of the GEM holes. The high voltage is supplied via a chain of 10 MΩ resistors, and a 2 MΩ
protection resistor is added in series with each GEM electrode.
Charge signals from the readout pads are fed into a charge sensitive preampliﬁer and shaper module (AmpTek
A225). The ampliﬁed and shaped voltage signals are fed into the custom-made main ampliﬁer. This module
has a discriminator and gate generator for data acquisition system control. The ampliﬁed signals are fed into
∗Contact address of Scienergy Co. Ltd. is info@scienergy.jp.
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Figure 2. (Upper) The cross section of the RIKEN-140LCP GEM with pitch of 140 µm and hole diameter of 70 µm. The
insulator between the copper layers is LCP with thickness of 50 µm. (Middle) The cross section of RIKEN-140LCP-2L.
There is the 8 µm-thick copper layer in the middle of the insulator layer. (Lower) The cross section of the RIKEN-
140LCP-100T GEM with 100 µm-thick LCP laser.
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Figure 3. A schematic view of the experimental setup.
CAMAC peak-hold ADC (LeCroy 2259B) controlled by a PC. To make a calibration curve between amount of
input charge and ADC channel, a well-deﬁned rectangular wave from a research pulser (ORTEC model 448) was
fed into the preampliﬁer through a 2pF capacitor.
During the test, we ﬂowed a mixture of 70% argon and 30% carbon dioxide by volume through the chamber.
The CO2 sense as a quencher. The primary reason we selected this gas mixture was to easily compare our results
to other experiments; many GEM studies have been done with this gas mixture. We did not add any gases to
prevent discharge, aging eﬀects, etc. in this study.
3.2. Gain of the GEMs
We have measured electron gain as a function of applied voltage between the two copper electrodes of a GEM.
Since it is diﬃcult to measure the real GEM gain in the ampliﬁcation channel, we deﬁne eﬀective gain (Geff ) as
the ratio of detected charge to input one, and use this deﬁnition of gain throughout this paper. In this study, the
eﬀective gain is measured with 5.9 keV X-ray irradiation from a 55Fe radioactive source. Note that the eﬀects
of charge losses during the electron transfer in gas, GEMs and readout pads are merged into the Geff in this
study.
The main peak in the 55Fe spectrum corresponding to the 5.9 keV X-ray is ﬁtted with a Gaussian to measure
the central value (Smean) of the peak. The eﬀective gain is found as:
Geff = Const× Smean
qe ne
(1)
where qe is the electron charge and ne is the number of electron-ion pairs created by the absorption of 5.9 keV
X-ray. Mean value of ne is 212 for a mixture of 70% argon and 30% carbon dioxide.21 The constant value is
found from the calibration curve between amount of input charge and ADC channel.
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Figure 4. Eﬀective gains of single, double and triple RIKEN-140 GEMs as a function of applied voltage between GEM
electrodes. The gain of single ﬁnest-pitch GEM, RIKEN-50, is also plotted. The gain of double CERN-140 GEMs is
plotted in the ﬁgure for comparison.
The eﬀective gain of single, double, and triple RIKEN-140 GEMs are shown in Fig. 4. The eﬀective gain of
the double GEM is roughly the square of the gain of the single GEM, and that of triple GEM is roughly the
cubic of the gain of the single GEM. The result of double layers of CERN-140 GEMs is also shown in the ﬁgure
for comparison. The agreement between the gain curves of the CERN-140 and RIKEN-140 GEMs indicates that
the gain is determined only by the geometry of the hole size and pitch. The eﬀective gain of single RIKEN-50,
which is the ﬁnest-pitch GEM we have fabricated, is also shown in Fig. 4. The gain is slightly higher than that
of RIKEN-140 at the same applying voltage. This is probably due to the smaller hole diameter.
Fig. 5 shows gain properties of single layer of thick-foil RIKEN-140LCP-100T and RIKEN-140LCP-2L, which
have 100 µm thickness. For comparison, gain properties of double layer of thin-foil RIKEN-140LCP’s are shown
in the ﬁgure. The total thickness of GEMs are the same among them. However, single layer of the thick-foil
GEMs have larger gain than double layer of the thin-foil GEMs, i.e. the gain curve is steeper. An eﬀective gas
gain of 104 is achieved with RIKEN-140LCP-100T and RIKEN-140LCP-2L at the applied voltage of 350 V per 50
µm of thickness. The trend, thicker-foil GEM has larger gain than thin-foil one, is predicted from a simulation
study done by Bouianov et al.22 Another important character of the thick-foil GEMs is the micro-discharge
voltage is considerably higher than that of the thin-foil GEMs. It is around Geff=1-2×104 for the thick-foil
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Figure 5. Figure captions are used to describe the ﬁgure and help the reader understand it’s signiﬁcance. The caption
should be centered underneath the ﬁgure and set in 9-point font. It is preferable for ﬁgures and tables to be placed at
the top or bottom of the page. LaTeX tends to adhere to this standard.
GEMs, whereas it is around Geff=2-3×103 for single layer of RIKEN-140LCP.
Since we have used LCP as an insulator layer instead of polyimide (PI) for the ﬁrst time, we have compared
the gain property between them. The eﬀective gain of double layer of RIKEN-140, which has Cu-PI-Cu foil,
are shown in the Fig. 5. The gain curve of RIKEN-140LCP has steeper than that of RIKEN-140. We have
no idea why the gradient of the gain curves between them at this moment. One of the possible reasons is the
diﬀerence comes from the geometry of hole edge. While there is about 10◦ taper for the PI GEMs, there is
almost cylindrical for the LCP GEMs. (See the right panel of Fig 1 and the top panel of Fig. 2.)
3.3. Electric Field of the GEMs
In Fig. 5, RIKEN-140LCP-100T has slightly higher gain than RIKEN-140LCP-2L. To study the diﬀerence, we
have simulated the electric ﬁelds of them by using MAXWELL3D ﬁeld simulator.23 Since we have not calculated
electron multiplication in the simulation with GARFIELD,24 we just mention a trend of gain qualitatively.
Fig. 6 shows an equipotential surface map of RIKEN-140LCP-2L and RIKEN-140LCP-100T. One can see the
equipotential surface is lined-up by the middle copper layer of RIKEN-140LCP-2L, i.e. the middle metal layer
works as a ﬁeld shaper. On the other hand, there is no such constrained condition for RIKEN-140LCP-100T.
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Figure 6. Equipotential surface for RIKEN-140LCP-2L (left) and RIKEN-140LCP-100T (right).
Fig. 7 shows the strength of electric ﬁeld along the line perpendicular to the GEM foil for RIKEN-140LCP-2L
and RIKEN-140LCP-100T. The electric ﬁeld of RIKEN-140LCP-2L becomes small around the copper electrode
in the middle of the layer. The eﬀect is conspicuous along the line through the hole edge. This is why the
eﬀective gain of RIKEN-140LCP-2L is smaller than that of RIKEN-140LCP-100T. For the 100 µm-thick foil, the
middle copper layer makes the eﬀective gain worse. Since it shapes electric ﬁeld in the ampliﬁcation channels,
the middle layer probably works better in the eﬀective gain and prevents micro-discharge for thicker foils.
4. SUMMARY AND FUTURE WORKS
We have developed ﬁne-pitch and thick-foil GEMs using laser etching technique for cosmic X-ray polarimeters.
The minimum dimension of the GEM we have fabricated is 50 µm-pitch and 30 µm-diameter. The maximum
thickness of the GEM is 100 µm.
We have measured the eﬀective gain for 140 µm-pitch and 70 µm-diameter GEMs and 50 µm-pitch and 30
µm-diameter GEMs. The 140 µm-pitch GEM was compared to the same structure GEM fabricated by CERN,
and we found that the gain property is nearly the same. The eﬀective gain of single layer of the 50 µm-pitch
GEM is slightly larger than that of 140 µm-pitch GEM due to probably the smaller hole diameter. The gain
reaches about 5000 at the voltage of 570 V between electrodes.
Liquid crystal polymer (LCP) has been employed for producing thicker-foil GEMs. A gas gain of 104 is
achieved with the 100 µm-thick GEMs at the applied voltage of 350 V per 50 µm of thickness. On the other
hand, the gain of 50 µm-thick GEM is 102 at the same voltage. We have produced two diﬀerent type of thick-foil
GEMs. One of them has 100 µm-thick LCP layer sandwiched by two copper layers. The other has a middle
copper layer sandwiched by two 50 µm-thick LCP layers and copper electrodes. The middle metal layer works
as a ﬁeld-shaper. The eﬀective gain is, however, decreased slightly by the layer.
In the next production, we will fabricate thicker-foil GEMs with thickness of 150-200 µm. we hope they have
higher gas gain than 100 µm-thick GEM, and they probably keep voltage without discharge beyond eﬀective
gain >104. We also plan to fabricate 50 µm-pitch GEM with thickness of 100 µm, and apply it to our X-ray
polarimeter.10
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Figure 7. Electric ﬁeld strength which a primary electron feels along the line perpendicular to the GEM surface and
through the hole center (left), and along the line through the hole edge (right) for single layer of RIKEN-140LCP-2T and
RIKEN-140LCP-100T. VGEM=500 V.
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